iritish Approvals Service for Ebectrical
Fapepment in Flammable Ausosphares

1 Certificate of Conformity

2 BAS Mo, Ex D1E2Z324

3 This certificate is issued for the intrinsically safe clectrical system:

OXYGEN MEASURING TRANSMITTER TYPE INSTA TRANS SYSTEM
4  Sobmitied for centification by

TELEDYNE ELECTRONIC TECHNOLOGIES/ANALYTICAL INSTRUMENTS
of 16830 Chestrut Strect, PO Box 1580, City of Industry, California 917491580, USA

5  This electrical system and any acceptable variation thereto is specified in the Schedule 1o this Certificate
and the documents therein referred too

6 BASEEFA, being an Approved Certification Body in accordance with Aricle 14 of the Council
Directive of the European Communitics of 13 December 1975 (7671 17/EEC) certifics that the system has
been found to comply with harmonised European Standards:

EMNS0 039 (1930}
and has successflly met the examination and lest requirements recorded in confidential Report mumber.
MCI0T19 dated 13 February 2002
7 The system is coded:
EEx ia IIC T4

% It is the responsibility of the system certificate holder to supply the relevant documentation 1o the
installer of the intrinsically safie electrical system referred to in this certificate.

The installer has the responsibilisy 1o ensure that the system conforms to the specification lid dewn in
e Schedule to this certificate and has satisficd routing verilications and tests specified thesein,

9 This system may be marked with the Distinctive Community Mark specified in Annex [ fo the
Commission Directive of 16 January 1984 (Doc 8447/EEC). A facsimile of this mark is printed on
sheet 1 of this certificate.
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Supplementary
Certificate Number
Ex 01E2324M1

Issued 23 May 2006
. Page 2 of 2

Baseefa

Description of the variation

Variation 1.1

Schedule

To permit minor drawing changes that do not affect the original intrinsic safety assessment.

Report No.

None.

Drawings

Number Sheet Issue
D-73736 1 1

Special Conditions for Safe Use

None.

Date
06/17/05

Description
ATEX 3001 Insta Trans Interconnection Diagram with Safety Barriers



